
Flash Glucose Monitoring offers several benefits to patients such as ease of use and no 
additional finger pricks. However, there are also some limitations that are being dis-
cussed such as perceived lack of accuracy and skin irritations. We analyzed different 
aspects of patients’ satisfaction with Flash Glucose Monitoring (Flash) by comparing 
Flash users to patients who use SMBG.

We used the Glucose Monitoring Satisfaction Survey that consists of 15 items with a 
scale range of 1 to 5. 133 patients who were using Flash for 7.9 ± 9.5 months were com-
pared with 83 patients who used SMBG. As a measure of between-group effect size, 
Cohens d was used.

In general, Flash users were significantly more satisfied with how things were going 
with their diabetes (d = 0.31; p = 0.024). SMBG users indicated that measurement takes 
more time to use (d = 0.67; p < 0.001), makes them worry more (d = 0.32; p = 0.024), 
is more of a hassle to use (d = 0.45; p = 0.002), and is more painful to use (d = 0.55; p 
< 0.001) when compared to Flash users. Feeling frustrated with diabetes (d = 0.31; p = 
0.027) as well as being depressed (d = 0.40; p = 0.002) were scored lower by Flash users. 
In addition, Flash users felt less restricted by diabetes (d = 0.52; p < 0.001) and more 
spontaneous (d = 0.67; p < 0.001). Interestingly, there were no significant differences 
regarding the rating of accuracy (d = 0.19; p = 0.157), trusting the numbers (d = 0.01; p 
= 0.934), and skin irritations (d = 0.26; p = 0.053).

The comparison demonstrated that there are several perceived benefits associated 
with using Flash. Ease of use and gaining more flexibility or feeling less restricted were 
important topics for Flash users. Possible limitations of Flash were not perceived as 
such by the users.

A B S T R A C T

Flash Glucose Monitoring (Flash) allows users to gain a more detailed view of their 
glucose levels by displaying the recent course of glucose as well as trend arrows 
indicating a possible future development; together with the ease of use it should 
offer several benefits compared to blood glucose measurements with finger sticks. 
However, possible limitations or barriers of Flash are also discussed such as per-
ceived lack of accuracy and skin irritations.
There is a lack of data analyzing patient reported outcomes of the use of Flash. In 
this analysis, we compared the satisfaction with their current glucose monitoring 
device of Flash-users with those who perform blood-glucose measurements via 
finger sticks.

B A C K G R O U N D

M E T H O D SM E T H O D SM E T H O D S
Participants were recruited as part of an RCT evaluating a newly developed edu-
cation program for Flash. At baseline, 133 participants already used Flash (Flash-
users) for a mean time of 7.9 ± 9.5 months. 83 participants had no experience with 
Flash and performed blood-glucose measurements via finger pricks (SMBG-users). 
For this analysis, these two groups were compared.

Satisfaction with the current glucose-monitoring method was assessed via the 
Glucose Monitoring Satisfaction Survey (GMSS)1. The GMSS consists of 15 items 
with responses ranging from “1 – strongly disagree” to “5 – strongly agree”. An 
overall satisfaction score as well as scores for 4 subscales can be computed:

• Openness: sense of liberation and/or perceived reduction in feeling restricted
due to glucose monitoring method

R E S U L T S
Sample characteristics (Table 1):
• Flash-users were significantly younger than SMBG-users.
• A1c of both groups was comparable.
• Flash-users still performed 4.2 blood-glucose measurements per day, while

SMBG-users performed 4.9 blood-glucose measurements per day.

Overall-satisfaction and subscales (Figure 1):
• Overall, Flash-users were more satisfied with their monitoring device than

SMBG-users (3.9 vs. 3.5; ∆= 0.4; 95% CI 0.2 to 0.6; p < 0.01).
• Flash-users reported a greater Openness than SMBG-users (3.7 vs. 3.2; ∆ = 0.5;

95% CI 0.3 to 0.7; p < 0.001).
•  SMBG-users reported greater Emotional burden (2.1 vs. 2.4; ∆= -0.3; 95% CI

-0.1 to -0.5; p = 0.013) and greater Behavioral burden (1.9 vs. 2.5; ∆= -0.6; 95%
CI -0.3 to -0.8; p < 0.01) than Flash-users.

•  With regard to Trust, there were no significant differences between Flash-users
and SMBG-users (4.0 vs.  3.9;∆= 0.1; 95% CI -0.1 to 0.3; p = 0.372).

Single-item analyses:
• Openness (Figure 2): Differences between the two groups were greatest for

the items “be more spontaneous” (effect size of difference between the two
groups d = 0.67; p < 0.001) and „feel less restricted“ (d = 0.52; p < 0.001).

•  Emotional burden (Figure 3): The items „worry a lot“ (d = 0.32; p = 0.024) and
„feel more down and depressed“ (d = 0.40; p = 0.002) had the highest effect
sizes.

•  Behavioral burden (Figure 4): The items „too much time to use” (d = 0.67; p
< 0.001) and „too painful to use“ (d = 0.55; p < 0.001) led to more agreement
with SMBG-users.

•  Trust (Figure 5): No differences were found for any item.
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C O N C L U S I O N S
The use of Flash was associated with perceived benefits compared to the traditio-
nal SMBG-method that were expressed through a greater spontaneity, feeling less 
burdened and ease of use. Interestingly, both groups showed a comparable trust 
and confidence in the displayed numbers of their device.

It should be noted that the SMBG-users recruited for the RCT also had an initial 
interest in using Flash.

Overall, it could be demonstrated that Flash-users are more satisfied with their 
monitoring device than SMBG-users. Especially the effects on the Emotional bur-
den items are of interest and indicate possible effects on quality of life.

Table 1:   Sample Characteristics

Figure 5:   Subscale „Trust“: Differences in responses to each item of this subscale of the GMSS 
between Flash-users and SMBG-users. * p < .05

Figure 4:   Subscale „Behavioral burden“: Differences in responses to each item of this subscale 
of the GMSS between Flash-users and SMBG-users. * p < .05

Figure 1:   Differences in satisfaction with the glucose-monitoring device between Flash-users 
and SMBG-users

Figure 3:   Subscale “Emotional burden“: Differences in responses to each item of this subscale 
of the GMSS between Flash-users and SMBG-users. * p < .05

Figure 2:   Subscale „Openness“: Differences in responses to each item of this subscale of the 
GMSS between Flash-users and SMBG-users. * p < .05
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• Emotional burden: emotional stresses and strains of glucose monitoring me-
thod

•  Behavioral burden: day-to-day bother and annoyance associated with glucose
monitoring method

•  Trust: perceived reliability of the monitor and the sense of confidence that the
results were accurate.
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